


日付 時刻 ｵｿﾞﾝ濃度 作業者No. 内視鏡No.患者ＩＤ 運転ﾓｰﾄﾞ 装置No. ﾒﾝﾃ後月数用手洗浄 ﾘｰｸﾁｪｯｸ ﾁｭｰﾌﾞ確認
2018/9/14 9:05 0.68 0 0 0 1 1417 5 0 0 0
2018/9/14 10:21 0.67 0 0 0 0 1417 5 0 0 0
2018/9/15 9:01 0.68 0 0 0 1 1417 5 0 0 0
2018/9/15 9:24 0.66 0 0 0 0 1417 5 0 0 0
2018/9/18 9:01 0.68 0 0 0 1 1417 5 0 0 0
2018/9/18 9:31 0.65 0 0 0 0 1417 5 0 0 0
2018/9/19 8:40 ﾚﾍﾞﾙｾﾝｻ異常    (E:214)
2018/9/19 8:40 ｵｰﾊﾞｰﾌﾛｰ異常   (E:205)
2018/9/19 8:42 ﾚﾍﾞﾙｾﾝｻ異常    (E:214)
2018/9/19 8:42 ｵｰﾊﾞｰﾌﾛｰ異常   (E:205)
2018/9/19 8:43 ﾚﾍﾞﾙｾﾝｻ異常    (E:214)
2018/9/19 8:43 ｵｰﾊﾞｰﾌﾛｰ異常   (E:205)
2018/9/19 8:46 ﾚﾍﾞﾙｾﾝｻ異常    (E:214)
2018/9/19 8:46 ｵｰﾊﾞｰﾌﾛｰ異常   (E:205)
2018/9/19 8:48 ﾚﾍﾞﾙｾﾝｻ異常    (E:214)
2018/9/19 8:48 ｵｰﾊﾞｰﾌﾛｰ異常   (E:205)
2018/9/19 8:50 ﾚﾍﾞﾙｾﾝｻ異常    (E:214)
2018/9/19 8:50 ｵｰﾊﾞｰﾌﾛｰ異常   (E:205)
2018/9/19 8:56 ﾚﾍﾞﾙｾﾝｻ異常    (E:214)
2018/9/19 8:56 ｵｰﾊﾞｰﾌﾛｰ異常   (E:205)
2018/9/19 9:00 ﾚﾍﾞﾙｾﾝｻ異常    (E:214)
2018/9/19 9:00 ｵｰﾊﾞｰﾌﾛｰ異常   (E:205)
2018/9/19 9:24 0.69 0 0 0 1 1417 5 0 0 0
2018/9/19 10:43 0.67 0 0 0 1 1417 5 0 0 0
2018/9/19 11:12 0.66 0 0 0 0 1417 5 0 0 0
2018/9/19 12:07 0.69 0 0 0 1 1417 5 0 0 0
2018/9/19 12:32 0.66 0 0 0 0 1417 5 0 0 0
2018/9/19 12:47 ｵｰﾊﾞｰﾌﾛｰ異常   (E:205)
2018/9/19 16:51 ｵｰﾊﾞｰﾌﾛｰ異常   (E:205) →新鋭工業殿　現地にて確認。機械引き上げ

岡山工場にて再現性確認
2018/9/21 18:54 0.67 0 0 0 0 1417 6 0 0 0
2018/9/21 19:07 ｵｰﾊﾞｰﾌﾛｰ異常   (E:205)
2018/9/21 19:20 0.67 0 0 0 0 1417 6 0 0 0


